This work presents a methodology to optimize the selection of multiple parameter levels of an image acquisition, degradation, or post-processing process applied to stimuli intended to be used in a subjective image or video quality assessment (QA) study. It is known that processing parameters (e.g. compression bit-rate) or technical quality measures (e.g. peak signal-to-noise ratio, PSNR) are often non-linearly related to human quality judgment, and the model of either relationship may not be known in advance. Using these approaches to select parameter levels may lead to an inaccurate estimate of the relationship between the parameter and subjective quality judgments -the system's quality model. To overcome this, we propose a method for modeling the relationship between parameter levels and perceived quality distances using a paired comparison parameter selection procedure in which subjects judge the perceived similarity in quality. Our goal is to enable the selection of evenly sampled parameter levels within the considered quality range for use in a subjective QA study. This approach is tested on two applications: (1) selection of compression levels for laparoscopic surgery video QA study, and (2) selection of dose levels for an interventional X-ray QA study. Subjective scores, obtained from the follow-up single stimulus QA experiments conducted with expert subjects who evaluated the selected bit-rates and dose levels, were roughly equidistant in the perceptual quality space -as intended. These results suggest that a similarity judgment task can help select parameter values corresponding to desired subjective quality levels.
INTRODUCTION
This work presents a methodology to optimize the selection of multiple parameter levels of an image acquisition, degradation, or post-processing algorithm applied to stimuli intended for evaluation in a subjective image or video quality assessment (QA) study.
Image and video QA studies are typically conducted to optimize and evaluate an imaging system or to evaluate and calibrate objective image quality (IQ) metrics. In either scenario, one or more acquisition or processing parameters will be varied within the study; examples include acquisition settings affecting noise, blur, or contrast levels, or post-processing settings such as compression level or image restoration parameters. The parameter levels of interest (e.g. bit-rate or noise variance) applied to an image are usually not linearly correlated with their perceived quality. For example, a change by one parameter step size (e.g. Δ 1 Mbps) at an intermediate quality level may be more strongly perceived than the same change at extremely high or low quality levels. Thus, parameter levels chosen as a function of the parameter value itself may inadvertently cause increased sampling at the extremes of the quality scale and decreased sampling at intermediate quality levels -levels that are the most likely to be of interest for study. Objective measures, including peak signal-to-noise ratio (PSNR) may also not be suitable for parameter selection as they do not track human perception linearly, must first be calibrated to human data (often modeled as a logistic function 1 ), and may be sensitive to content.
Incorrectly chosen parameter levels may be the reason some public image and video quality databases suffer from reduced coverage of the quality scale ("Range"), irregularly spaced quality scores ("Uniformity"), and few statistically significant differences between stimuli quality scores ("Discriminability"). 3 One possible explanation for the poor performance of databases on these three criteria is an incorrect choice of parameter levels. Some databases choose a non-linearly increasing set of parameter values but do not provide the motivation for the choice of the model 4 or use PSNR to select parameter values. 5, 6 Other databases mention a manual tuning procedure carried out by experts or the authors, 7-9 but do not cite a standard QA experimental protocol and analysis method used to conduct the pilot study. Many other QA studies often do not explicitly state how and why certain parameter values were chosen, or use equal step sizes in parameter units. Since a poorly constructed image database may skew the IQ models that rely on these data, it is important to choose parameter values that will generate quality scores with adequate coverage of the quality space, high uniformity, and high discriminability.
The literature is sparse on methodologies for selecting the optimal parameter levels for QA studies. One approach is to conduct a small scale QA study, for example a pilot study using Single or Double Stimulus Continuous Quality Evaluation (SSCQE, DSCQE) 1 methodology. However, absolute judgments, such as those used in image quality scales, may be less reliable than similarity or difference judgments. 10 The use of a small number of subjects, which is often the case in pilot studies, may accentuate the pitfalls of absolute rating scales. Maximum likelihood difference scaling (MLDS), 10, 11 which falls in the class of multidimensional scaling (MDS) methods, is a technique which generates a model of the relationship between the parameter of interest and a difference scale from perceived difference judgments conducted on pairs of image pairs (quadruples). While MLDS shows promise as a methodology for selecting parameter levels, it requires a setup for evaluating four stimuli simultaneously. This may present practical difficulties for the evaluation of High Definition (HD) video.
In this paper, we propose a parameter selection (PS) methodology that can be used to select parameter levels such that quality scores are evenly distributed within the desired range. The procedure consists of a paired comparison subjective QA protocol in which a few subjects judge the perceived similarity in quality of two images modified by the parameter of interest. An analysis procedure which employs classical MDS 12 is used to model the relationship between the the perceived similarity distances and the parameter of interest, from which the optimal, perceptually equidistant degradation/processing levels can be chosen. The selected parameter levels from the PS study can then be used in a standard QA study. Experiments conducted with two clinical applications demonstrate this methodology: (1) selection of compression levels for a subjective laparoscopic surgery video experiment, and (2) selection of dose levels for a subjective interventional X-ray experiment. Each application consists of the parameter selection phase, followed by a single stimulus (SS) QA experiment conducted at the selected parameter levels. Section 2 explains the stimuli, protocol, and analysis used in the subjective experiments including the parameter selection methodology in section 2.2.1; results are in section 3; the discussion and limitations of the method are in section 4; concluding remarks are in section 5.
METHODS & MATERIALS
Two subjective QA experiments were carried out per application: the paired-comparison PS experiment, followed by the SS experiment conducted at the selected parameter levels. For each application, the stimuli and participant profile are explained, followed by a description of the common protocol and analysis methods.
Stimuli & Participants

Compression in laparoscopic video
A 10-second scene from a High-Definition (1920 x 1080 pixels) laparoscopic surgery video was extracted and compressed by H.264/AVC at seven bit-rates (20, 8.5, 5, 3.5, 2.5, 1.85, 1.5 Mbps) with parameters optimized for low-latency encoding and decoding, resulting in 8 stimuli (example frames shown in Fig. 1 ). Details regarding the conversion from the raw image acquisition format to the reference and H.264/AVC compressed sequences may be found in [2] . The PS experiment was conducted on scene D from [2] . We consider two successive compression bit-rates, e.g. 20 and 8.5 Mbps, as being parametrically adjacent. In other applications, parametrically-adjacent values could be, for example, two successive noise or blur levels. A total of twenty-eight pairs of sequences (paired combinations of the reference and seven compressed sequences) were presented to two observers in the parameter selection phase. Both participants were screened for visual defects with a Snellen chart visual acuity test and a digital Farnsworth-Munsell 100 Hue color vision test.
For the SS experiment, four perceptually equidistant compression levels selected from the PS experiment were applied to four laparoscopic surgery scenes and presented to 9 laparoscopic surgeons and 16 non-experts (see [2] for details).
Dose levels in interventional x-ray
A static anthropomorphic chest phantom containing contrast filled coronary arteries (Radiology Support Devices Alderson Phantoms, Long Beach, USA) was imaged on an Allura interventional X-ray system (Philips Healthcare, Best, The Netherlands) with and without 10 cm polymethyl methacrylate (PMMA), to simulate standard and large chest thickness, respectively. Both phantom sizes were imaged at six dose levels (measured as Entrance Skin Dose μGy/s), shown in Table 1 . We consider two successive dose levels as being parametrically adjacent. Sequences of 2 seconds were acquired in raw format without any post-processing or proprietary image processing and converted to 8-bit raw RGB avi files (890 x 890 pixels, 15 frames per second) for presentation. Example frames are shown in Fig. 2 .
In the parameter selection phase, a total of fifteen pairs of sequences (paired combinations of six dose levels) per phantom type were presented to six interventional cardiologists and cardiac electrophysiologists from Ghent University Hospital. Four doctors scored the standard phantom sequences, and four scored the large phantom sequences. Each subject completed the SS experiment immediately after the PS experiment using the same sequences and parameter levels.
Protocol & Analysis
The protocol for both the PS and the SS experiments consisted of a brief introduction to the aims of the experiment and explanation of the protocol. Presentation ordering was randomized for all experiments. Three (pairs of) sequences were used for training prior to each experiment.
Sequences were displayed on a 24" surgical display (MDSC-2124, Barco, Kortrijk, Belgium) set at 100% luminance, Gamma display function (2.2 gamma), and 6500K color temperature, with no noise reduction or sharpness post-processing.
Parameter Selection
The two sequences within a paired comparison were presented sequentially on the same monitor using video presentation recommendations from ITU-R.
1 For both clinical applications, subjects evaluated the similarity in quality of each video pair using a continuous scale from 0 (Completely different) to 100% (Exactly the same quality).
The parameter selection analysis procedure consisted of six steps. The procedure is inspired by the "stimulus configuration" step of image quality modeling 13 but does not carry out any transformations of the raw scores.
First, a mean dissimilarity matrix was computed from the raw (dis)similarity scores by taking the mean of the raw similarity scores per pair of stimuli across all subjects. Classical MDS 12 was used to reduce the dimensionality of the dissimilarity matrix, producing a distance matrix. The eigenvalues were used to determine the smallest number of dimensions that accurately reproduced the original distances. The Euclidean distances between parametrically adjacent stimuli were computed from the reduced dimension coordinates, generating a monotonic relationship between parameter level versus perceptual distance. A best-fit function was fit to the perceived distances, resulting in a model of the relationship between the parameter level and quality difference within the range of parameters tested. This function was used to select parameter levels that were perceptually equidistant. The perceived distance corresponding to each parameter level was compared to the single stimulus quality score, explained in the next section. All analysis was conducted in Matlab (Matlab and Statistics Toolbox Release 2007b, The MathWorks, Inc., Natick, Massachusetts, United States). The cmdscale function was used to conduct MDS analysis.
Classical MDS assumes and generates perceptual distances on a ratio scale and requires a complete matrix.
12
This procedures also assumes a monotonic relationship between the processing parameter and perceived quality.
Single Stimulus
Quality was evaluated using the SSCQE 1 methodology. For the laparoscopic video compression experiment, non-experts and surgeons were asked to rate the overall quality ("Quality") of each sequence using a continuous scale from 0 (Poor) to 100% (Excellent quality). The experimental procedure and results are explained in [2] .
For the interventional X-ray dose experiment, cardiologists were asked to rate the overall quality of each sequence using a continuous scale from 0 (Poor) to 100% (Excellent quality). They were also asked to rate how well the coronary tree could be visualized using a continuous scale from 0 (Poor) to 100% (Excellent).
A difference opinion score (DOS) -the difference in the quality score between the reference (uncompressed or highest dose acquisition) and the degraded sequence -was computed for each degraded sequence per subject. The mean of the DOS scores -the difference mean opinion score (DMOS) -was fit to the predicted perceived distance using a separate linear regression for each level of content (4 laparosopic surgery scenes, 2 phantom sizes); values are reported rounded to the nearest integer. All reported ranges and error bars are the 95% confidence interval (CI) of the mean. The coefficient of determination (R 2 ) of the regressions are reported; values are reported rounded to two significant digits. An R 2 near 1 indicates that the perceived distance function is linearly related to quality preferences and may be used to estimate perceptually equidistant parameter levels. The differences in DMOS scores (ΔDMOS) between perceptually adjacent stimuli (e.g. the difference in DMOS scores between 20 and 5.6 Mbps) were also computed and compared to the predicted perceptual difference scores. All analysis was conducted with the R 14 statistical package.
RESULTS
Compression in laparoscopic video
Parameter Selection
The parameter selection analysis for the compression application indicated that the first three eigenvalues of the computed distance matrix explained approximately 97% of the variation. Therefore, the Euclidean distance between parametrically adjacent stimuli was computed using the first three dimensions of the distance matrix.
The relationship between dissimilarity distances and compression bit-rates was modeled as a power law function y = β 1 x β2 with β 1 = 348.8462 and β 2 = −0.7583864 , shown in Fig. 3a . The R 2 of the fit was 0.99.
Quality levels between higher bit-rates (less compression) were predicted to be less distinguishable. For example, a 1 Mbps reduction in bit-rate at 20 Mbps translated to a perceived difference of 1.4 units, whereas the difference between 3 and 2 Mbps was predicted to have 54.6 units of perceived difference. That, is the perceived difference between sequences compressed at 3 and 2 Mbps was predicted to be 39 times larger than the perceived difference between sequences compressed at 20 and 19 Mbps.
The goal of the PS experiment was to select four perceptually approximately equidistant compression levels. The highest and lowest quality levels were chosen as anchors as follows: the highest quality level (20 Mbps) was selected such that it was sufficiently similar in quality to the reference sequence, but with some visible compression artifacts. The lowest quality level (1.85 Mbps) was chosen to be sufficiently degraded but not so excessive that the content was visibly destroyed. The two intermediate bit-rates were selected such that the four bit-rates were approximately perceptually equidistant. Intermediate bit-rates that were determined to be exactly equidistant were 5.4 and 2.85 (difference of 61 perceptual units); the intermediate bit-rates that were selected and used in the SS study 2 were slightly different due to the use of two rather than three dimensions to compute the Euclidean distance between parametrically adjacent stimuli. Thus the four bit-rates chosen for the SS study were 20, 5.6, 2.9, and 1.85 Mbps, each bit-rate differing from the adjacent level by 58 to 63 perceptual units; the difference between the uncompressed original and the highest compression bit-rate was 36 perceptual units.
Single Stimulus experiment
The relationship between the perceived distances obtained from the PS experiment -which are roughly equivalent between perceptually adjacent stimuli -and the DMOS scores is shown as a scatter plot in Fig. 4 by subject type and scene.
The DMOS scores for non-experts were approximately evenly spaced, for example a difference of 14-16% ± 5-8% ΔDMOS between each of the four stimuli in Scene 2, and fit linearly with the perceptual difference predictions (R 2 between 0.97 and 1 for the four scenes). The differences between DMOS scores for surgeons were less equally distributed, ranging approximately 5-26% ± 8-25% ΔDMOS between the stimuli in the four scenes. A potentially nonlinear relationship between the predicted perceptual distance and the DMOS scores of surgeons may also be observed in Fig. 4 , top row (R 2 between 0.91 and 0.97), although it may be noted that the regression falls within the 95% confidence interval (CI). Most DMOS CIs are wider for surgeons (± 4-22%, mean 14%) than for non-experts (± 5-12%, mean 8%). 
Dose levels in interventional x-ray
Parameter Selection
Standard phantom The parameter selection analysis for the standard phantom dose application indicated that the first three eigenvalues of the computed distance matrix explained 100% of the variation. Therefore, the Euclidean distance between parametrically adjacent stimuli was computed using the first three dimensions of the distance matrix. The relationship between dissimilarity and dose was modeled as a linear function y = β 1 x + β 2 with β 1 = −0.06266147 and β 2 = 170.1017 , shown in Fig. 3b . The R 2 of the fit was 0.99.
A range of dose levels were chosen to generate sequences with varying levels of image quality. Since the same dose levels were used in both the PS and SS experiments, we will focus on the relationship between perceived differences and DMOS scores, rather than ΔDMOS.
The difference between dose levels was approximately 40 perceptual units between each adjacent level of the three highest dose levels, and approximately 20 units between each of the lower dose levels.
Large phantom
The parameter selection analysis for the large phantom dose application indicated that the first three eigenvalues of the computed distance matrix explained approximately 99% of the variation. Therefore, the Euclidean distance between parametrically adjacent stimuli was computed using the first three dimensions of the distance matrix. The relationship between dissimilarity and dose was modeled as a quadratic function y = β 1 x 2 + β 2 x + β 3 with β 1 = 1.9(10 −6 ), β 2 = −0.04388277, and β 3 = 245.3101 , shown in Fig. 3c . The R 2 of the fit was 1.
As with the standard phantom study, we will focus on the relationship between perceived differences and DMOS scores, rather than ΔDMOS.
The difference in perceptual units between dose levels were approximately 35 perceptual units between each adjacent level of the three highest dose levels, and 22, 24, and 27 units between each of the lower dose levels.
Single Stimulus experiment
The relationship between perceived difference (from the PS experiment) and DMOS (from the SS experiment) for each level of dose, by phantom size and type of subjective question, is shown as a scatter plot in Fig. 5 .
Standard phantom DMOS for the standard phantom were similar at the three highest dose levels below the reference -1973, 1302, and 978 μGy/s (4-5% ± 5-7% for overall quality and 5-8% ± 4-7% for coronary tree visibility). Differences in DMOS scores (ΔDMOS) between perceptually adjacent stimuli were less than 5%. However there was on average more than 20% loss of quality and visibility at the two lowest dose levels of 643 and 308 μGy/s. Finally, there was very large variation in the quality DOS scores at 308 μGy/s: the minimum and maximum raw quality scores were 25% and 89%, respectively (45% ± 29% DMOS). While the relationship between dose and perceived differences was linear, the relationship between the latter and DMOS appeared to be nonlinear. This behavior can be seen on the first and third plots in Fig. 5 (R 2 0.63 for quality and 0.75 for coronary tree visibility).
Large phantom DMOS for the large phantom varied from 6% ± 13% to 29% ± 14% for quality and 4% ± 12% to 21% ± 9% for coronary tree visibility. The difference in DMOS scores (ΔDMOS) between perceptually adjacent stimuli of the large phantom varied between 3-6% for quality and 2-4% for coronary tree visibility, except for a large loss of quality and visibility at the two lowest dose levels (approximately 11-12% drop in both DMOS values at 3320 μGy/s). The DMOS and perceived differences for the large phantom exhibited a better linear relationship (R 2 of 0.92 for quality and 0.84 for coronary tree visibility) than those of the standard phantom; see the second and fourth plots in Fig. 5 .
DISCUSSION
The relationship between compression bit-rate and perceived differences was determined to be nonlinear, as might be expected from previous studies, 15 following a power law model. The perceived differences between stimuli at low quality levels (high compression bit-rates) were larger than the differences at high quality levels. The SS experiments conducted with bit-rates chosen in the parameter selection step indicate that the selected stimuli were approximately equally distributed in the Quality (DMOS) space, but fit better to non-experts' than surgeons' scores. As discussed in [2] , surgeons scores may have had larger variability compared to non-experts due to their inexperience with subjective quality experiments and the use of quality scales, or differing understanding of quality criteria between subjects. This in turn may have affected the goodness of fit to the perceptual difference predictions. Furthermore, surgeons likely evaluated the quality of surgical video differently than non-experts (including being sensitive to the image content); therefore non-experts may not be suitable predictors of absolute quality scores for surgeons.
2 Nevertheless, these results indicate that the parameter selection methodology may be conducted with a few non-experts to select stimuli parameters that are approximately equally distributed in the quality space, which may then be judged in a QA study with surgeons or other clinicians as expert subjects.
In the dose experiments, a linear relationship between dose and perceived differences was found for the standard phantom. However, it was not able to well predict the distribution of the DMOS scores. The lack of fit may have been affected by the range of the scoring scale used by the cardiologists in the SS experiment: some subjects rated the lowest dose sequences very low in quality, whereas others scored them as moderately low (the 95% CI range was 58% DMOS). For the large phantom, the relationship between dose and perceived differences was found to be nonlinear and best modeled by a quadratic function with a very small coefficient for the quadratic term. The correlation between perceived differences and DMOS scores was moderately linear, lending promise to the use of the methodology used in this study to predict perceptually equidistant dose levels. The values and confidence intervals of the DMOS scores were similar for the quality and the coronary tree visibility tasks, suggesting a correlation between the interpretation or perception of the two tasks.
Normalization of the scores may have compensated for the large variances in scores. However, this would remove any variation in their scores due to differences stemming from factors such as expertise, medical training, or adaptation to images generated from a particular manufacturer's scanner brand, version, or dose/quality optimization setting. Additional studies are needed to reveal whether the differences in quality perceptions of clinicians are simply due to differences in the use of the scale, or differences due to other factors. There were too few subjects in the present study to correlate their use of the scale with their expertise, background, or expectations. Changes to the protocol, such as increasing the number of training sequences, may have the potential to improve the precision of the scores. In the future, we propose to use Thurstone modeling 16 to transform subjects' scores prior to computing the perceived differences function, rather than using the mean of the dissimilarity scores, in order to account for variability in the use of the similarity scale.
These experiments were restricted to the study of a single parameter that was monotonically related to quality perception. In both applications, only one parameter was varied (bit-rate, tube current) while all other imaging and acquisition parameters were held constant. In device development and clinical use, more than one parameter or processing algorithm may be varied, resulting in a potentially complex relationship with perceived quality. In addition, some imaging parameters may not be monotonically related to quality. For example, while contrast threshold monotonically increases with tube current and decreases with patient thickness, 17 post-processing algorithms such as spatial or temporal filtering may not exhibit a monotonic relationship with perceived quality. Further study is needed to determine how best to model complex relationships in a reduce-dimensionality perceptual space; a two-step MDS approach, 13 which relates dissimilarity scores to specific image quality attributes, may be used to evaluate multidimensional parameter spaces.
Finally, the conclusions of this study are limited to subjective quality preferences, not task performance. As objective measurement of image quality is the gold standard in medical applications, a task-based evaluation is recommended for both applications. It would be of interest to study how, for example, the time to conduct a procedure, or the ability to detect a lesion, relates to the parameter space in medical video applications.
CONCLUSION
In this study we present a formal framework for selecting optimal stimuli parameter levels. Pairs of stimuli are judged in terms of similarity and analyzed with classical MDS to build a model between perceived differences and the studied parameter levels. This methodology ensures that the perceived quality scores of the selected parameter levels are evenly distributed within the quality range of interest, to avoid the selection of parameter levels which cluster at the extremes of the quality scale. Experiments conducted for two medical applications -compression bit-rate selection in laparoscopic video and dose selection in interventional X-ray -demonstrate that a paired-comparison, quality similarity judgment task can assist the selection of optimal parameter levels for a subjective QA study. Subjective scores from follow-up single stimulus QA experiments, conducted with the selected bit-rates and dose levels, were roughly equidistant in the perceptual quality space -as intended. In the laparoscopic surgery application, perceptual distances obtained from two non-expert subjects highly predicted the distribution of quality scores from sixteen non-experts and moderately predicted the distribution of nine surgeons' scores. Results from the X-ray dose application indicated moderate predictive performance between perceived similarity and quality for the same four observers; differences in the use of the scale between subjects or insufficient training in the experiment may have resulted in inconsistent scores.
Future work will consider more robust statistical approaches to account for inter-subject variability in the use of the similarity scale. In addition, modeling parameters that have a non-monotonic relationship with perceived quality will be addressed. Finally, a subjective QA study is not a replacement for assessment of task performance, the gold standard for QA in the medical imaging domain. A task-based QA study may show a different relationship between parameter, perceived differences, and image quality. Further research is required to determine the relationship between perceived differences and task-based image QA scores.
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